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ABSTRACT
We present the requirements, design, and performance of an analog circuit for processing the non-
collecting anode strip signals from a cadmium zinc telluride (CZT) strip detector with orthogonal coplanar
anodes.  Detector signal simulations and measurements with a prototype are used to define the range of
signal characteristics as a function of location of the gamma interaction in the detector.  The signals from
the non-collecting anode strip electrodes are used to define two of the three spatial coordinates including
the depth of interaction, the z dimension. Analog signal processing options are discussed. A circuit to
process the signals from the non-collecting anode strips and extract from them the depth of interaction is
described. The circuit employs a time-over-threshold (TOT) measurement. The performance of the detector
prototype with a preliminary version of this circuit is presented, and future development work is outlined.
Figure 3.   CZT, imaging, gamma-ray, electronics
1.  INTRODUCTION
CZT strip detectors with coplanar
anode geometries (Figure 1) have
demonstrated both good energy and
spatial resolution in two dimensions1.
In imaging applications where
photons are incident across a wide
range of angles, knowledge of the
third spatial dimension, z, the depth
of interaction, is also desired. One
such instrument application under
development for astrophysical
observations is TIGRE, the Tracking
and Imaging Gamma Radiation
Experiment2. The spatial resolution
goal for these detectors in the TIGRE
instrument is 1 mm in each of three
dimensions. It has been shown1,3,4
that depth information may be
obtained from measuring the relative
pulse heights of the anode and
cathode for an event. While this
method provides sufficient z-
dimension resolution for TIGRE, it
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Figure 1.  Schematic diagram showing the layout and read out of the
orthogonal coplanar anode design. Strip columns (X) are read out on the
bottom. Pixel rows (Y) are read out on the right. The gold contact pattern
dimensions shown here in grey correspond to those of our prototype
assemblies.  Prototype CZT thickness is 5 mm. A uniform cathode
contact (not shown) is on the opposite surface ( Z=0 ).
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necessitates an electrical connection for signal processing to the cathode. This would interfere with
fabrication of large closely packed arrays of imaging detector modules. For this reason, anode strip signal
characteristics are being explored for a means of measuring the depth of interaction.
We are using a data acquisition system (DAQ) employing digital signal processing to measure and
characterize these signals3. The digital DAQ provides a valuable tool for this study. While this digital
approach yields good results in the laboratory, it is currently considered impractical for many-channel, low-
power space applications such as TIGRE. For this reason we are pursuing a low-power analog circuit
solution.
Figure 1 illustrates the orthogonal coplanar anode contact geometry of the prototype detector. Signals from
charge collecting anode pixels interconnected in rows are used to provide the energy measurements and the
Y coordinate, and orthogonal non-collecting anode strips are used to provide the X coordinate. The circuit
described here is designed to process the signals from the orthogonal strips and extract the Z coordinate of
the gamma interaction.
2.  HISTORY OF DESIGN
A signal simulation tool at the
University of Montreal was used
to examine strip and pixel signals
specific to our detector. Figure 2
show simulated signals for three
different depths of interaction,
a l o n g  w i t h  m a t c h i n g
measurements taken from the
detector. Note that while the pixel
signals (rising only) remain
essentially constant with depth,
the strip signals (rising and
falling) are seen to vary
significantly.
A trade study was conducted
which looked at three strip signal
parameters which vary with
depth: rise time, time-over-
threshold (TOT), and residual.
These signal parameters are
illustrated in Figure 3. Using the
simulation, these parameters were
calculated at points on a
10x10x15 grid evenly spaced
throughout the volume of a 1x1x5 mm unit cell (one “pixel”). A plot of these parameters versus depth for a
point below the center of the pixel is given in Figure 4. As the figure shows, the residual is not linear across
Z and changes very slowly across the first 3mm of the detector. Both risetime and TOT are roughly linear
in Z, but TOT has a greater slope. Assuming equal timing resolution, the TOT would therefore provide
better depth resolution. Analog design concepts for both risetime and TOT were explored, and it was
determined that the TOT would be the more simple implementation with fewer components. For these
reasons our studies were focused on employing the TOT approach.
Figure 2.  GEANT simulation of events at three different depths in Z,
with three measured events showing a strong match.
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3.  DESIGN SIMULATION
Figure 5 shows a simplified schematic of the TOT to amplitude conversion circuit. The strip signal enters
the voltage comparator, which puts out a logic zero as long as the input is above the threshold. The leading
edge of this output triggers the one-shot, which puts out a logic zero for a specified amount of time, in this
case 3usecs. This output keeps the MOSFET M1 switch closed for 3 µsecs. At the same time, the JFET J1
is turned on and charges the 330pF capacitor for a time equal to the logic zero time of the comparator
output. This time coresponds to the time-over-threshold. The capacitor holds the charge with the TOT
information stored as a voltage until the MOSFET switch is opened by the return of the one-shot output to
+5 Volts. This discharges the capacitor and allows the circuit output to return to zero, a self-resetting
feature. A timing diagram of the comparator, one-shot, and TOT output can be seen in Figure 6.

































Figure 3. Possible strip signal parameters for
























Figure 4.  Parameters plotted vs depth for events in the
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Figure 6. Relative timing of the comparator, one-shot, and TOT output. The length of the one-shot is preset, while the
length of the comparator output varies with the strip signal time over threshold.
This circuit would be part of the front end electronics of a larger system which would simultaneously
process both pixel and strip signals for all events. A possible configuration for such a system can be seen in
Figure 7 with the TOT to amplitude circuit discussed here hilighted in darker grey. It would provide time-
over-threshold information from the non-collecting anode strips in the form of a voltage amplitude to be
read by an ADC.
A delay line or differential amplifier would be used to measure the peak to peak amplitude (see Figure 3).
This would provide the trigger for external circuitry indicating that an event had occurred on that strip.
Events with a small positive lobe may not trigger the TOT circuit, so this triggering method is necessary to
allow triggering of events at any depth in the detector. Note that if the positive lobe of the strip signal does
not trigger the TOT comparator, the TOT output will be zero, indicating that the gamma interaction
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4.  PROTOTYPE TESTS
A prototype of the circuit was laid out on vector board to facilitate design modifications. After setting the
threshold to a level just above the preamplifier noise, measurements were made using 1.3 MeV photons
from a Co60 source. The detector was biased at –700 Volts, with the anode differential voltage set to 30
Volts. Events were measured on a digital storage oscilliscope, which was triggered from a pixel channel
preamplifier output. Events were recorded which provided coincident pixel, cathode, strip, and TOT
outputs. Figure 8 shows scope traces of two events, one ( left ) with a large anode to cathode ratio
indicating an event nearer the anode, and the other (right) with a smaller anode to cathode ratio, indicating
an event closer to the cathode. The increase in time over threshold for an event closer to the cathode is
reflected in both the strip signal and TOT circuit output. The rounding of the leading edge of the TOT
output is due to low pass filtering of the output to reduce noise.
                   
Figure 8. Digital storage oscilliscope trace of, from top, anode, cathode, strip preamplifier output, and TOT circuit


































Figure 9. Plot of TOT measurements versus depth, with simulation results and least-squares fit. .
Proc. SPIE Vol. 4141340
Downloaded From: http://proceedings.spiedigitallibrary.org/ on 11/25/2014 Terms of Use: http://spiedl.org/terms
A pulse generator was used to calibrate the TOT, and the formula depth = (1-cathode/anode)*5mm was
used to compute the depth, z, from the anode and cathode pulse heights. The measurements on a sample of
60 events were then plotted in terms of TOT (ns) vs. depth (mm), and compared with the simulation
(Figure 9). The slope is not as steep as that of the simulation because the threshold of the circuit was
slightly larger than that used in the simulation in order to minimize triggering on noise. The standard
deviation is .66 mm, which translates to a spatial resolution of 1.55 mm FWHM. This is greater than the
desired 1 mm resolution, but does demonstrate the usefulness of the technique. Several events were
measured with a TOT output of zero. These are events which occurred close to the anode, but had a
positive lobe too small to trigger the comparator. As mentioned above, such events could be recognized
using a second comparator triggering on the negative lobe of the strip signal. It is expected that with a PCB
layout the noise will be sufficiently low to get below 1 mm resolution
5.  CONCLUSIONS
A circuit has been presented which determines the depth of interaction of gamma-ray events in a prototype
CdZnTe coplanar-anode imaging detector by measuring the time-over-threshold of non-collecting anode
strip signals. Motivations for using the TOT parameter to extract depth information were discussed, and
circuit design considerations were examined. A spatial resolution of 1.55 mm was achieved using a
prototype of the TOT circuit. Although limited by the signal to noise performance of the first vector board
prototype circuit, the results match closely with simulation data, and demonstrate the usefulness of this
technique for future CdZnTe instruments which require three dimensional spatial information.
6.  FUTURE WORK
Additional noise reduction with the vector board circuit is planned, followed by a PCB implementation of
the circuit for all detector channels. A finely collimated gamma beam will be used to facilitate the study of
circuit performance for interactions at any location in the detector. An automated system will be used in the
laboratory to acquire event data providing a better tool to evaluate position resolution and detector
efficiency performance. A circuit will be developed which will allow the relative pulse heights of a strip
and its neighbors to be compared for the purpose of interpolating the X dimension position of an event to
better than the pitch of the strips. One possible method to accomplish this would be through the
measurement of the relative peak-to-peak strip signal values (see Figure 3).
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